Echocardiographic evaluation of bileaflet mechanical prosthetic valves.
In this article we review the value and pitfalls of the echocardiographic evaluation of bileaflet prosthetic valves commonly used at present. The basic physics of echocardiography of these prosthetic valves is presented, and practical guidelines for evaluation of prosthetic valves are formalised.